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Abstract
Objective: The simultaneous application of electroencephalography (EEG) and functional magnetic reso-
nance imaging (fMRI) opens up new ways to investigate the human brain. The EEG recordings of simultane -
ous EEG-fMRI, however, are overlaid to a great degree by fMRI related artifacts and an artifact reduction is
mandatory before any EEG analysis. The most severe artifacts – the gradient artifact and the pulse artifact –
are repetitive. Average artifact subtraction (AAS) technique exploits the repetitiveness and is presumably the
most often used artifact reduction technique. In this method artifact templates are calculated by averaging
over adjacent artifact epochs and subsequently the templates are subtracted to reduce the artifacts. Although
the AAS technique is one of the best performing methods, artifact residuals are usually present in the result -
ing EEG after applying the AAS technique. This work aims at identifying sources of the artifact residuals.
Approach: Application of the AAS technique to artificial EEG that is contaminated with artificial fMRI related
artifacts.
Main results: A new source of artifact residuals was identified. It was found that the AAS technique itself
adds artifacts to the EEG during gradient artifact reduction, because the gradient artifact template is cor-
rupted by pulse artifact remainders.
Significance: This work shows that using a standard number of 25 epochs to calculate the gradient artifact
template – as suggested by the inventors of AAS – results in substantial artifact residuals and consequently
to a low EEG quality. Furthermore, the work discusses how potential solutions to this problem have serious
side effects such as loss of adaptivity of the AAS technique. Hence, this problem must be considered care-
fully already in the design of simultaneous EEG-fMRI experiments.
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Introduction
In recent years electroencephalography (EEG) and functional magnetic resonance imaging (fMRI) have been
applied simultaneously to study the active human brain concurrently from electrophysiological and metabolic/
vascular perspectives (Ritter2006, Mulert2010, Rosa2010, Huster2012). The simultaneous application of the
techniques allows the concurrent measurement of different brain signals and allows benefiting from their
complementary features (Mulert2010, Rosa2010).  For  instance, EEG can capture signal changes in  the
range  of  milliseconds,  but  the  exact  locations  of  these  changes  remain  difficult  to  determine  (Nieder -
meyer2005, Michel2012). fMRI in turn can be used to determine the locations of signal changes with high
precision, but the time resolution is limited to seconds (Ogawa1990, Norris2006). By combining these two
techniques, the information collected with one technique can be supplemented by information from the other
(Rosa2010,  Mullinger2011, Huster2012,  Uludag2014). One example of such an application is the EEG-in-
formed fMRI analysis technique that is used to localize epileptic centers in the brain prior to a brain surgery
(Ives1993, Krakow1999, Rosenow2001, Laufs2012).
However, EEG and fMRI are techniques that affect each other. On the one hand, the insertion of additional
EEG equipment into the scanner bore results in degraded fMRI data quality, because it disturbs the magnetic
field homogeneity and interferes with the radio frequency signals (Bonmassar2001, Luo2012). On the other
hand, the presence of magnetic fields in MRI scanners introduce severe artifacts in the EEG. Dynamic mag-
netic fields induce electromagnetic force in the EEG cables according to Faraday’s law. The static magnetic
field of MRI scanners is also problematic, because small motions in the static magnet field – for instance by
study  participants  –  also induce  significant  electromagnetic  force (Mullinger2008,  Mulert2010).  Typically,
small motions cannot be avoided, because they may occur as a result of the human cardiac cycle or scanner
vibrations  (Bonmassar2002,  Mullinger2013a,  Nierhaus2013,  Rothlübbers2014).  Therefore,  data  obtained
from the application of simultaneous EEG-fMRI are heavily affected by artifacts. In the case of fMRI, the data
quality is reduced, but is usually sufficient to allow data analysis (Jorge2015). In the case of EEG, however,
the artifacts reduce the data quality so severely that artifact reduction methods based on signal processing
are strongly advised (Mullinger2013a).
Typically, two types of MRI related artifacts are dominant in the EEG and consequently, these artifacts are
the main targets of artifact reduction techniques. The first type is caused by electromagnetic induction in the
electrodes and the adjoining cables, due to the switching of the scanner’s gradient field during the acquisition
of fMRI data; this artifact type is often referred to as the gradient artifact (Yan2009). It is a broad-band artifact
that covers the whole EEG relevant frequency range with amplitudes in the range of millivolts; hence, these
amplitudes are roughly 1000 times higher than EEG amplitudes (Ritter2007, Mulert2010). The second arti-
fact is mainly caused by motion of the EEG electrodes in the static magnetic field, due to cardiac-pulse-
driven  head  nodding;  this  artifact  type  is  often  referred  to  as  the  pulse  artifact  (Debener2008,
Mullinger2013b). It has maximum amplitudes of approximately 100 µV and is most prominent in the lower
frequency range up to 30 Hz (Debener2008, Mulert2010, Mullinger2013b).
Other MRI related artifacts are known, for instance, the helium pump artifact or the patient ventilation system
related artifact (Nierhaus2013, Rothlübbers2014). They are caused by vibrations introduced by the helium
2
Page 2 of 16AUTHOR SUBMITTED MANUSCRIPT - JNE-102596.R1
1
2
3
4
5
6
7
8
9
10
11
12
13
14
15
16
17
18
19
20
21
22
23
24
25
26
27
28
29
30
31
32
33
34
35
36
37
38
39
40
41
42
43
44
45
46
47
48
49
50
51
52
53
54
55
56
57
58
59
60 A
ce
pt
d M
an
us
cri
pt
cooling system or the fans of the patient ventilation system. Although initial attempts to reduce these types of
artifacts have been made, they are often not considered during the artifact reduction process, because they
usually reduce data quality less than the gradient and pulse artifact and they are harder to remove due to
their complex and non-repetitive structure.
A method that is often used to reduce the negative effects of the gradient artifact and the pulse artifact is the
average artifact subtraction (AAS) technique (Allen1998, Allen2000). The method exploits the repetitive na-
ture of both artifacts. An artifact template is calculated for the current artifact epoch by averaging over neigh -
boring artifact epochs. The template is then subtracted from the current epoch to reduce the artifact. The
method is typically applied twice: firstly, it is applied to reduce the effects of the gradient artifact, and sec-
ondly, to reduce the effects of the pulse artifact (Allen1998, Allen2000). The AAS technique relies on three
implicit  assumptions:  (1)  The EEG has zero mean.  Hence,  no EEG remains after  averaging over  EEG
epochs. (2) The artifact is repetitive. Hence, one can partition the EEG data into artifact epochs. (3) The arti -
fact remains constant across adjacent artifact epochs. Assumptions (1) and (2) are typically fulfilled for the
gradient and pulse artifact. For instance, regarding the first assumption, one can achieve zero mean EEG by
high pass filtering. Regarding assumption two, one can reliably divide the gradient artifact into epochs that
are determined by the time of repetition of the MRI scanner sequence. The pulse artifact can be divided into
epochs using separate simultaneously recorded ECG signals (Mullinger2008). Assumption (3), however, is
problematic. Firstly, any head motions induce artifacts and can potentially alter the shape of the gradient and
pulse artifact permanently. Secondly, the cardiac pulse cycle inherently varies in terms of its magnitude and
timing. This violation of assumption (3) leads to the following behavior of the AAS technique. In terms of gra-
dient artifact reduction: the higher the number of artifact epochs included, the higher is the template quality,
since the remaining signals in the template  are lower after averaging. However, a high number of artifact
epochs also means that it takes longer to obtain a clean template again after a change in the artifact shape,
for either a magnitude or timing, occurrence. Hence, this adaptivity to changes in the artifact is determined by
the number of artifact epochs for averaging. In terms of pulse artifact reduction: the pulse artifact is inherently
variable and a higher number of artifact epochs will not necessarily improve the template quality. However,
the adaptivity of the AAS technique is still impaired by a higher number of artifact epochs. In their seminal pa-
per on AAS for pulse artifact reduction, Allen et al. decided to include the pulse artifact epochs of 10 s of the
preceding EEG signal relative to the current epoch into the averaging to construct the template (Allen1998).
Later, Allen et al. adjusted the averaging procedure. In their second paper on AAS – now for gradient artifact
reduction – they argued that since artifact correction is often performed offline, it is possible to include not
only past artifact epochs, but also future artifact epochs in the averaging (Allen2000). Furthermore, they pro-
posed an answer to the question of how many epochs should be included in the averaging process. They ar -
gued that signal components that occur in EEG (artifacts and brain-signals) have amplitudes of 10-250 µV
and, therefore, it is necessary to include at least 25 epochs in the averaging to ensure that the residual am-
plitudes of the largest components in the template are below the amplitudes of smallest components in the
EEG signal. By combining these two enhancements, they decided to include twelve past artifact epochs,
twelve future epochs and the current artifact epoch in the calculation of the artifact template (Allen2000). The
AAS technique is currently available in commercial fMRI-compatible EEG systems for the reduction of both
the gradient and the pulse artifact. Examples of such systems are the BrainAmp system (BrainProducts, Mu-
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nich, Germany), the Geodesic EEG system (Electrical Geodesics, Inc., Eugene, OR, USA), or the NEURO
PRAX system (neuroCare GmbH, Germany). However, AAS is not only used as a stand-alone technique, but
is often used as a pre-processing step before other techniques. For instance, the AAS technique is deployed
as part of the optimal basis sets method and before reference layer adaptive filtering (Niazy2005, Steyrl2017,
Steyrl2018). Furthermore, an on-line version of AAS is also available commercially (Allen1998). Finally, it is
also one of the best performing artifact reduction techniques (Garreffa2003, Grouiller2007, Ritter2007). As a
result, AAS is presumably the most frequently used artifact reduction technique in simultaneous EEG-fMRI.
Nevertheless, the results of several studies have shown that EEG recorded in a lab environment is signifi-
cantly different from EEG recorded inside an MRI scanner, although the AAS technique was used to reduce
the gradient and pulse artifact (Benar2003, Grouiller2007, Ritter2007). An example is depicted in Figure 1.
Figure 1 shows EEG spectra from the same study participants, first recorded in a lab environment and then
inside an active MRI scanner with subsequent AAS. In the spectrum of EEG recorded inside the scanner,
one can identify single peaks starting at around 25 Hz. These peaks seem to originate from gradient artifact
residuals as well as from artifacts related to vibrations, i.e. those related to the cooling and patient ventilation
systems. In addition to the artifact peaks, the amplitude of EEG recorded inside the MRI scanner is substan-
tially higher across the frequency range from 1 Hz to approximately 40 Hz compared to the amplitude of EEG
recorded in the lab. These artifact amplitudes overlay the typical peaks in the EEG spectrum that are associ-
ated with well-known and important brain rhythms; alpha rhythm at 8-13 Hz and beta rhythm at 13-30 Hz. To
the best of our knowledge the cause of this broad band artifact has not yet been investigated.
Based on theoretical considerations, our hypothesis is that the AAS technique itself is a fundamental cause
of this artifact. In this work, we apply the AAS technique to artificial EEG data to demonstrate that pulse arti-
fact residuals in the AAS template during the gradient artifact reduction, add this artifact to the EEG.
Methods
An evaluation of artifact reduction techniques is problematic when artifacts and the signal of interest are
available only as a mixture, as is the case with EEG of simultaneous EEG-fMRI. Inspired by a work of
4
Figure 1: Spectra of EEG. Green: spectrum of EEG recorded in lab environment. Black: spectrum of EEG recorded inside the active 
MRI scanner after two subsequent applications of the AAS method for gradient and pulse artifact reduction. Channels with excessive 
power (mean ± 2 std) were excluded. The spectra were calculated with Welch’s method for each EEG channel separately (500 Hz 
sample rate, 1 Hz high pass, 125 Hz low pass, Kaiser window, window length 8 s, overlap approximately 50%) and were subsequently 
averaged over 6 participants.
Page 4 of 16AUTHOR SUBMITTED MANUSCRIPT - JNE-102596.R1
1
2
3
4
5
6
7
8
9
10
11
12
13
14
15
16
17
18
19
20
21
22
23
24
25
26
27
28
29
30
31
32
33
34
35
36
37
38
39
40
41
42
43
44
45
46
47
48
49
50
51
52
53
54
55
56
57
58
59
60 Ac
ce
pte
d M
an
us
cri
pt
Grouiller  et  al.,  we  use  a  procedure  that  is  based  on  artificial  signals  to  avoid  the  mixture  problem
(Grouiller2007). The procedure uses a single artificial EEG channel that is built of known components. Three
components are included: an artificial EEG component, an artificial gradient artifact component and an artifi -
cial pulse artifact component. The components serve as references in the evaluation. The procedure itself
has three steps: (1) We generate representative artificial signal components and out of them, we create a
single channel artificial EEG by summing up the components. The statistical properties of these artificial sig-
nal components are based on real simultaneous EEG-fMRI recordings from our previous work. Please refer
to it for recording details (Steyrl2018). Descriptions of the component generation are presented later in this
section. (2) We apply the AAS technique two times. Firstly to reduce the gradient artifact (GA-AAS) and a
secondly to reduce the pulse artifact (PA-AAS). In both, we include 25 artifact epochs in the template averag-
ing step, 12 taken from before the current epoch, 12 taken from after the current epoch, and the current
epoch; as recommended by Allen et al. (Allen2000). (3) We compare the reconstructed EEG component af-
ter GA-AAS and PA-AAS with the original artificial EEG component to determine the effects of the applica-
tions of the AAS technique. Furthermore, this procedure allows the investigation of the individual steps of the
AAS technique. For instance, we investigate the quality of the artifact template in GA-AAS.
Artificial EEG component
The artifact-free EEG is the signal component of interest. We want to recover this component by applying the
AAS technique. In order to create a realistic, representative, single-channel, artificial EEG component, we
use the average spectrum of EEG that was recorded in a lab environment, see Figure 2 top (Steyrl2018).
This spectrum was calculated by averaging over all individual spectra of the EEG channels collected from 6
5
Figure 2: Top: spectrum of EEG recorded in a lab environment (green) and spectrum of the artificially generated EEG signal (blue). 
Bottom: example of time course of the artificial EEG signal.
Page 5 of 16 AUTHOR SUBMITTED MANUSCRIPT - JNE-102596.R1
1
2
3
4
5
6
7
8
9
10
11
12
13
14
15
16
17
18
19
20
21
22
23
24
25
26
27
28
29
30
31
32
33
34
35
36
37
38
39
40
41
42
43
44
45
46
47
48
49
50
51
52
53
54
55
56
57
58
59
60 Ac
ce
pte
d 
an
us
cri
pt
participants. Channels with excessive power (mean ± 2 std) were excluded. The individual spectra were cal-
culated using Welch’s method (500 Hz sample rate, 1 Hz high pass, 125 Hz low pass, Kaiser window, length
16 s, overlap approximately 50%). The 50 and 100 Hz peaks were removed by interpolating the average
spectrum between 45 and 55 Hz, and between 99 and 101 Hz. A new frequency axis with a frequency reso-
lution that is 420 times higher than the frequency resolution of the average spectrum was created, and the
average spectrum was interpolated to fit to this new axis. The amplitudes were adjusted to fit Rayleigh's en-
ergy theorem (Oppenheim2003). To create a time domain EEG signal from that spectrum, an inverse Fourier
transform was applied to the spectrum. The result is an artificial EEG signal with a length of 2  h and a sam-
ple rate of 500 Hz (Figure 2 bottom). Its spectrum is similar to that of lab EEG (Figure 2 top).
Gradient artifact component
The gradient artifact is the most severe type of artifacts in terms of its amplitude. We chose an EEG channel
with a representative gradient artifact to generate an artificial gradient artifact component (channel POz of
participant 2 in Steyrl et al. 2018). The EEG channel was recorded with a sampling rate of 5000 Hz and acti-
vated synchronization between the EEG system clock and the MRI scanner clock. The time-of-repetition of
the scanner was 2250 ms, an integer multiple of 20 µs. Subsequently, the EEG channel was low pass filtered
to avoid aliasing (12th order, second-order-structure, zero phase Butterworth low pass filter, 3 dB at 125 Hz)
and down-sampled to 500 Hz. We checked for an effect of the down-sampling on the gradient artifact reduc-
tion and found that the EEG quality was equal. The actual gradient artifact component was generated by re -
peating a gradient artifact template until the desired length of the component was reached. The template was
obtained by averaging over gradient artifact epochs of the aforementioned EEG channel. Single gradient arti-
6
Figure 3: Top: repeated artifact template used to obtain a 2 h long artificial gradient artifact component. Bottom: comparison of 
spectrum of the artificial gradient artifact component (red) with that of the artificial EEG (blue).
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fact epochs were removed before the averaging if they showed excessive power (mean ± 2 std). In total 464
gradient artifact epochs were included to calculate the gradient artifact template. The template was then re-
peated until a signal length of 2 h was reached (see Figure 3 top). The artificial gradient artifact component
shows the typical spectral fingerprint of the gradient artifact: prominent peaks at 16 Hz, 32 Hz, 48 Hz, 64 Hz,
80 Hz, 96 Hz (see Figure 3 bottom). We decided to carry out our investigations under conditions that are op-
timal for the AAS technique, hence, the artificial gradient artifact component does not include any abrupt or
slow changes over its entire duration. 
Pulse artifact component
To create an artificial pulse artifact component, we used a similar approach as that for the gradient artifact
component. Pulse artifact epochs of an EEG channel that shows representative pulse artifacts (channel POz
of participant 2 in Steyrl2018) were averaged to obtain a pulse artifact  template. Epochs with excessive
power (mean ± 2 std) were removed. In total 914 pulse artifact epochs were included to calculate the pulse
artifact template. To obtain an artificial 2 h pulse artifact signal, we lined up one artifact after another, but the
duration between two successive artifacts was varied, to simulate the natural temporal variability of the pulse
artifact occurrence. The gaps in between adjacent artifact epochs were filled with zeros. We adjusted the
pulse artifact occurrence to match the measured average heart rate of participant 2 (see Figure 4 top). On
average, a pulse artifact occurred every 0.86 s, which implied a heart rate of approximately 70 bpm. The
standard deviation was 0.05 s. The artificial pulse artifact component shows the typical spectral signature of
the pulse artifact: high power in the frequency range of 1 to 40 Hz and almost no power above 40 Hz. The
7
Figure 4: Top: repeated pulse artifact template to obtain a 2 h long artificial pulse artifact component. Bottom: comparison of spectrum 
of the artificial pulse artifact component (red) with that of the artificial EEG (blue).
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pulse artifact amplitude was not modified over the course of the artificial pulse artifact component to ensure
optimal conditions for AAS.
Performance metrics
We present a visual (time and frequency domain) comparison of the artificial EEG component, the recon -
structed EEG after twice applying AAS (GA-AAS and PA-AAS), the artifact residuals in the reconstructed
EEG, and the artifact residuals in the gradient artifact template. The artifact residuals of the reconstructed
EEG were obtained by subtracting the artificial EEG component from the reconstructed EEG. The artifact
residuals in the gradient artifact template were obtained by subtracting the gradient artifact component from
the template.
A helpful metric that can be used to assess the similarity of signals is the Pearson correlation coefficient. This
coefficient describes the difference between the original artificial EEG components and the reconstructed
EEG component in the time domain; ideally, this coefficient is 1, implying that the signals are identical.
Furthermore, we calculate the signal-to-noise ratio (SNR) between the artificial EEG component and the arti-
fact residuals in the reconstructed EEG to quantify the quality loss.
Computations were performed with Matlab (Mathworks Inc., Natick, MA, USA, Version 2017b).
Results
Figure 5 shows a representative period of: the artificial EEG component, the reconstructed EEG after GA-
AAS and PA-AAS, the artifact residuals in the reconstructed EEG, and the artifact residuals in the gradient
artifact template. The Pearson correlation coefficient between the artificial EEG component and the recon-
structed EEG after two times AAS is 0.6. The SNR between the artificial EEG component and the artifact
residuals in the reconstructed EEG is - 1.8 dB. The correlation coefficient between the residuals in the recon-
structed EEG and the residuals in the gradient artifact template is 0.94.
Figure 6 presents the spectra of: the artificial EEG component, the reconstructed EEG after GA-AAS and PA-
AAS, the artifact residuals in the reconstructed EEG, and the artifact residuals in the gradient artifact tem-
plate.
Discussion
Artifact reduction techniques are strongly advised as a rule prior to any analysis of EEG that was obtained
during simultaneous EEG-fMRI. The artifacts represent a major problem for the analysis of the EEG, espe-
cially when oscillatory EEG components are under investigation or when only a small number of event-re-
lated potential are available (Steyrl2013, Zich2015). 
The AAS technique is one of the most frequently applied methods for artifact reduction and also one of the
best performing compared to other available artifact reduction methods (Grouiller2007). Nevertheless, some
of the commonly investigated brain rhythms are typically masked by remaining artifacts appearing in the
8
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EEG although artifact reduction methods were applied. It is clear that some of these remaining artifacts are
of a type that require a different reduction method, e.g. artifacts related to vibrations, as the helium pump arti -
fact (Mullinger2013a, Rothlübbers2014). It is also clear, however, that artifact residuals of the gradient and
the pulse artifact are still present after artifact reduction (Figure 1). Therefore, the question is: why is the AAS
technique not able to completely remove the artifacts for which it was developed? One answer is that the as-
sumption on the similarity of adjacent artifact epochs is violated, meaning that adjacent artifact epochs do not
have the same timing and amplitude. In the case of the gradient artifact, small head motions change the
shape of artifact epochs and leads to the introduction of gradient artifact residuals in the data (Yan2009). In
9
Figure 5: Comparison of: the artificial EEG component (A), the reconstructed EEG after two times AAS (GA-AAS and PA-AAS) (B), the 
artifact residuals in the reconstructed EEG (C), and the artifact residuals in the gradient artifact template (D).
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the case of the pulse artifact, the violation of the similarity assumption is even worse as this artifact is inher-
ently variable and calculated templates are only approximations of the artifact epochs (Mullinger2013b). 
In this study, however, we created perfect conditions for the AAS technique in terms of gradient and pulse ar-
tifact reduction, because we constructed data without any artifact variation or additional artifacts as eye blink
artifacts or power line artifacts. Nonetheless,  we can still  observe severe artifact residuals in the recon-
structed EEG after the application of GA-AAS and PA-AAS. The reconstructed EEG clearly differs from the
original artificial EEG in both, time and frequency domain (compare Figure 5 A, Figure 5 B and Figure 6 A,
10
Figure 6: Comparison of the spectra of: the artificial EEG component (A), the reconstructed EEG after two times AAS (GA-AAS and PA-
AAS) (B), the artifact residuals in the reconstructed EEG (C), and the artifact residuals in the gradient artifact template (D).
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Figure 6 B). This impression is supported by the only moderate correlation coefficient of 0.6 between the arti-
ficial EEG and the reconstructed EEG. Furthermore, the SNR between the artificial EEG and the artifact
residuals in the reconstructed EEG is -1.6 dB only. This negative SNR implies that the artifact residuals (Fig-
ure 5 C and Figure 6 C) are greater than the artificial EEG component, which explains the observation that
important brain rhythms as the alpha rhythm are often not visible in EEG obtained during fMRI. These results
are highly problematic since for EEG analysis we usually assume a correlation of near 1 and a high SNR,
since we expect that the reconstructed EEG is the real EEG and draw our conclusions based on this as -
sumption. 
One example: The artifact residuals cover the alpha rhythm in the EEG. Although it is still possible to analyze
the differences in alpha rhythm between two settings, the absolute amplitude cannot be used anymore. 
Cause of the residual artifacts
A comparison of the spectral signatures of the pulse artifact (Figure 4 bottom) with the residual artifacts in the
reconstructed EEG (Figure 6 C) indicates that the residual artifacts are remainders of the pulse artifact. Fur-
thermore, the artifact residuals in the gradient artifact template during GA-AAS (Figure 5 D, Figure 6 D) are
very similar to those in the reconstructed EEG in time domain as well as in frequency domain. For instance,
their correlation coefficient in time domain is 0.95. Hence, pulse artifact remainders are present in the gradi -
ent artifact template and consequently, the remainders are added to the reconstructed EEG during gradient
artifact template subtraction. Consequently, template corruption is indeed the cause of the artifact residuals
in the reconstructed EEG. The pulse artifact component in our study has a maximum amplitude of about
100 µV. According to Allen et al. averaging over 25 epochs should reduce this amplitude to about 4 µV in the
template (Allen2000). However, about three pulse artifact epochs are present in every epoch of the gradient
artifact. These single pulse artifact epochs may add up with the pulse artifact epochs of other gradient artifact
epochs during the gradient artifact template construction, because they are aligned by chance during averag-
ing. This increases the residual pulse artifact observed in the template by the number of aligned artifacts. We
observed residual pulse artifact amplitudes of up to 20 µV instead of the expected residual pulse artifact am-
plitudes of about 4 µV.
Allen et al. suggested the use of 25 artifact epochs to calculate the artifact templates (Allen2000). Their rea -
son for that number was that 25 epochs should be enough to reduce artifact residuals in the template to be
smaller than the EEG component of interest. However, the number of 25 epochs holds only for single arti-
facts, for instance eye blinks, but it does not hold for repetitive artifacts, if they are correlated – at least tem-
porarily – with the gradient artifact epochs. During GA-AAS, pulse artifacts are present in every single gradi-
ent artifact epoch; therefore, the residual pulse artifact amplitudes in the gradient artifact template are re-
duced by approximately a factor of square-root of the number of the epochs and not by the number of the
epochs. Hence, using 25 epochs in the averaging step implies that pulse artifact amplitudes in the gradient
artifact template are reduced by a factor of √25 (i.e., only by a factor of 5) and this leads to the residual pulse
artifact amplitudes of up to 20 µV in the reconstructed EEG.
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Reducing pulse artifact residuals in the gradient artifact template by higher numbers of 
epochs
Theoretically, an obvious solution of the problem of the pulse artifact residuals in the gradient artifact tem-
plate is to use more gradient artifact epochs in the template construction process during GA-AAS. For in-
stance, we tested 101 gradient artifact epochs and found a substantial reduction of pulse artifact residuals.
The correlation coefficient of artificial EEG and reconstructed EEG improved to 0.84. The SNR of artificial
EEG and residual artifacts in the reconstructed EEG improved to 3.8 dB. However, the increased number of
gradient artifact epochs reduces the adaptivity of the AAS technique. For example, 101 epochs and a scan-
ner time-of-repetition of 2.5 s implies that 4.2 minutes of EEG are included in the averaging for the template
creation. Hence, if motion occurs during that time, all templates that include the gradient artifact epochs in
which the motion occurs will be distorted. Consequently, in real AAS applications with motions of the study
participants, the quality of the artifact template would increase with the number of epochs up to a certain
point and then degrade again. One could formulate this situation as an optimization problem, dependent on
the frequency of the motion. However, an individual optimization step per study participant would be neces-
sary, which may be impracticable.
Variant of AAS
Interestingly, modifications of the AAS technique that aim at improving the template quality have already
been proposed. Sijbers et al. suggested using median filtering instead of averaging for the template creation
(Sijbers2000). The median filtering should mitigate the effects of artifacts in the template. Our experience,
however, is that this method is somewhat advantageous in the lower frequency range, but increases the gra-
dient artifact residuals in the upper frequency range and as a result we found no overall benefit.
Gonçalves et al. proposed another modification: weighting epochs by their variance in the averaging step
(Gonçalves2007). The idea behind this approach is that the artifact affected EEG epochs have a higher vari -
ance than those without artifacts. This method is possibly beneficial if single artifacts are present, but we
identified the pulse artifact as the main contributor to the artifact residuals in the template. The pulse artifact
is present at all times and constantly contributes to the variance. Therefore, the weighting step has virtually
no influence on the pulse artifact residuals found in the gradient artifact template.
Post AAS techniques to improve EEG quality
In addition to improving the AAS technique, a further option is to use additional artifact reduction methods af -
ter the AAS technique to improve the EEG quality. Different methods were proposed. One example is that of
linear signal decomposition based techniques. For instance, temporal principal component analysis can be
applied to find and remove residual of the gradient and pulse artifact in the reconstructed EEG (Niazy2005).
This method is known as optimal basis sets technique and it seems that in comparison to the AAS technique,
it is beneficial for lower sampling rates, but less effective for interictal spikes reconstruction (Grouiller2007).
Other linear signal decomposition techniques are spatial principal component analysis or independent com-
ponent  analysis  (Benar2003,  Srivastava2005).  However,  we  agree  with  Niazy  et  al.  who  have  already
pointed out that: “One problem with these approaches is that they necessitate the presence of a large num-
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ber of sensors. Also, the identification of artifact components can be subjective and is usually done manually.
Most importantly, spatial filters assume that all the sensors are contaminated by common sources, which is
not the case. The BCG artifact [pulse artifact] derives from sources that are rotating/moving, which contami-
nate different sensors at different points during the cardiac cycle with different effects.” (Niazy2005). A differ-
ent approach to improve the EEG quality is based on adaptive filtering. Independent recordings of the arti -
facts or the artifact residuals are used as input for an adaptive filter to reduce the artifact residuals further.
This approach showed very promising results, but additional hardware – as yet often only available in proto -
type – is necessary and is therefore a limiting factor for this approach (Bonmassar2002, Masterton2007, Ab -
bott2014, Steyrl2017, Steyrl2018).
Conclusions
Our results reveal a previously unknown source of artifact residuals in EEG of simultaneous EEG-fMRI. The
AAS technique itself adds artifact residuals to the EEG, although we created optimal conditions for the AAS
technique. In particular, pulse artifact residuals that remain in the gradient artifact template are added to the
reconstructed EEG. The artifact residuals mask the commonly analyzed alpha and beta rhythms of the EEG.
Therefore, researchers should be aware that the AAS method can substantially contaminate the EEG data.
In theory, the pulse artifact residuals in the gradient artifact template can be reduced by using a higher num-
ber of gradient artifact epochs in the averaging procedure. However, this comes at the cost of adaptivity of
the AAS technique. Adaptivity is important in real AAS applications, where study participants move their
heads. The optimal number of epochs for the template calculation is thus difficult to define. However, using
25 epochs in the averaging step, as suggested by Allen et al., results in a low EEG quality. Post-processing
techniques, e.g. adaptive filters based techniques, can be deployed to potentially improve the EEG quality.
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